Quantification of small cell numbers with a microchannel device

Nisha M. Badders1, Hongmei Yu2, Caroline M. Alexander1, and David J. Beebe2
1Mc Ardle Laboratory for Cancer Research and 2Department of Biomedical Engineering, University of Wisconsin, Madison, Madison, WI, USA

BioTechniques 45:321-325 (September 2008)
doi 10.2144/000112906

The ability to precisely quantify rare populations of cells has become an essential first step of many cell-based assays in stem cell research. Since current devices for cell quantification require relatively high cell concentrations and/or absolute cell numbers, we have developed a microchannel-based device, allowing precise quantification of limiting cell numbers/concentrations. We anticipate this device will serve as an important tool to overcome a practical obstacle in stem cell research.

Determination of the viable cell number or cell concentration of a given sample is a critical step for virtually all biological experiments. In most laboratories, viable cell numbers are quantified using a device such as a hemacytometer, flow cytometer, capillary-loaded chamber, or Coulter Counter (1–7).

Although these devices do provide an accurate and reliable method for counting cells, relatively high cell concentrations are required to make such measurements. For example, a minimum concentration of approximately 10,000 cells/mL in the original sample is required to make an accurate measurement using a hemacytometer. Consequently, samples with small absolute cell numbers are often suspended in very small volumes in order to achieve an effective cell concentration for measurement. However, even then, a significant fraction of the total cells is required to simply perform the measurement, reducing the number of cells left for experimental use. For samples consisting of very small cell numbers, use of currently available devices is therefore impractical, and this restricts the type of analyses that can be done. For example, in most, if not all, assays of somatic stem cell activity, rare cell populations are isolated from their respective tissues, and are then transplanted or cultured in limiting cell dilutions (8). The stem cell frequency of these stem/progenitor cell–enriched populations is then estimated from their ability to produce outgrowths at very low cell numbers. It is therefore critical that the initial cell numbers are estimated precisely prior to these assays to prevent erroneous results and possible misinterpretation.

In order to improve quantification of small cell numbers at low concentrations, we have developed a microchannel device (for review of microchannels, see References 9 and 10) in which a minimum concentration of approximately 1000 cells/mL can be measured (Figure 1). The microcounter device was constructed of polydimethylsiloxane (PDMS) using a standard photolithographic and micromolding procedure (11) (see Supplementary Material available online at www.BioTechniques.com for process and channel details). This platform provides an advantage over current conventional devices, since very small volumes, specifically 1 μl, are used for each measurement. Once the cells are placed in the microchannel, the cells are manually counted using phase-contrast microscopy, and the concentration of cells/μl volume is determined. To further aid in visualization of the cells during counting, a grid pattern of 20 0.5 mm squares was molded into the ceiling of the microcounter device (Figure 1, E and F). Since every cell in the 1 μl volume of cells in the microcounter device is counted, no mathematical adjustments are required to estimate the cell concentration. However, as with most cell quantification devices, the concentration of the sample may be adjusted for any dilutions made during counting, including addition of a viability determining dye, such as Trypan blue (Figure 1).

To test the accuracy and precision of our device to count small cell numbers/concentrations, as compared with current counting devices, we measured various cell concentrations of the human 293 epithelial cell line (ATCC, Manassas, VA, USA) in our microcounter device and a standard hemacytometer (Figure 1, C–F). The cells were initially removed from culture by brief trypsin treatment (Invitrogen, Carlsbad, CA, USA), counted with a hemacytometer, and the concentration was adjusted to approximately 100,000 cells/mL by addition of culture media. The cells were then serially diluted 2-fold in culture media and counted using both counting devices, where at least six independent measurements for each device were taken for each cell dilution. As shown in Figure 2, A and B, the effective range for the hemacytometer was limited to 6250 cells/mL, whereas the microcounter was able to accurately measure as low as 1562 cells/mL. In terms of absolute cell number, these results indicate that the lowest possible minimum threshold for the hemacytometer is 62 cells (10 μl sample), whereas the lowest possible minimum threshold for the microcounter is 1–2 cells (1 μl sample).

The variance, depicted as standard deviation, of all measurements by the hemacytometer increased as the theoretical cell concentration increased, as expected (Figure 2B; see also Supplementary Table S1). However, since the variance of the microcounter device remained relatively unchanged with each measurement up to 100,000 cells/mL, this shows that the precision of counting with this device actually increases as the cell concentration increases up to 100,000 cells/mL.

www.biotechniques.com ı BioTechniques ı 321
The observed increase in precision of the microcounter device is most likely due to the quantification of every cell in each test sample volume. In contrast, only a representative subset of cells, localized to a specific field, are actually enumerated with a hemacytometer, resulting in larger variability for each measurement made. Therefore, at an optimal range of cell concentrations, the variability would, as expected, be significantly less in the microcounter device, since every cell is counted. Indeed, the variance of the microcounter was significantly less than the hemacytometer in a range of 12,500–50,000 cells/mL (Figure 2B, Supplementary Table S1). However, the variability of both devices were not significantly different at low cell concentrations (6250 cells/mL) or at high cell concentrations (100,000 cells/mL), indicating that the greatest precision of the microcounter is achieved at cell concentrations above 6250 cells/mL, but less than 100,000 cells/mL. Nevertheless, the microcounter was able to detect cell concentrations 4-fold smaller than 6250 cells/mL, where the hemacytometer did not, revealing that the microcounter device comprises a larger effective range than a hemacytometer. Therefore, the microcounter device is able to more accurately and precisely evaluate cell concentrations ranging from 1562 to 50,000 cells/mL, demonstrating that the microcounter is a superior tool for measuring small cell numbers/concentrations.

Although the microcounter device described here is the first device intended to measure small
Benchmarks

cell numbers/concentrations, others have used microfluidic-based applications for cell enumeration and sorting (12–15). However, many of these devices still require the use of relatively large cell numbers/concentrations for accurate detection, and thus are not acceptable tools for quantifying rare populations of cells, such as stem cells (12,14,15). Moreover, since many of these devices focus specifically on sorting cells based on size or antibody binding, they are relatively complex devices and may require the use of electrically charged fields, IR lasers, and/or optical tweezers (13,14). Some microfluidic devices that use antibody binding to sort specific and rare cell populations, such as CD4+ T cells from HIV-infected individuals, could potentially be used to analyze stem cell populations (12). However, these devices require initially large numbers of cells, such as the cells present in human blood samples. Moreover, these devices were designed specifically to be used as an experimental end point, which would prevent further use of the sorted rare cell fraction in various stem cell–based assays (12,13).

The use of our microcounter device for cell quantification allows determination of small cell numbers with concentrations as low as 1562 cells/mL. The minimum concentration of cells that can be quantified with currently available cell quantification devices is 6250 cells/mL. Thus, the microcounter device provides a 4-fold increase in sensitivity over existing devices. The use of microchannel devices to measure viable cell concentrations of experimental samples is a simplistic, yet novel application of microfluidic-based culture systems. While the microcounter device described here was initially fabricated with the intention of quantifying fractionated stem cell–enriched subpopulations, the microcounter device could be used to quantify any small or rare cell population. This technology could thus prove to be very useful for experiments involving differentiated blood or immune cell subpopulations, as well as tissue-specific cell populations from small organisms, such as fruit flies or worms. In addition, since the devices are disposable, they could be used in the field as well as any laboratory setting. Therefore, the microcounter device presented here provides a “real world” solution to accurately and quickly quantify biological samples containing small cell numbers and/or low cell concentrations.

ACKNOWLEDGEMENTS

Funding for C.A. provided by the United States Department of Defense (no. W81XWH-06-1-0491). Funding for N.M. provided by the National Cancer Institute (no. T32 CA009681). Funding for D.B. and H.Y. provided by the United States Army Breast Cancer Research Program (BCRP) (no. W81XWH-04-1-0572) and National Institutes of Health (no. K25 CA104162). We would also like to acknowledge Jay Warrick for contributing invaluable insight in discussions regarding this manuscript. This paper is subject to the NIH Public Access Policy.

COMPETING INTERESTS STATEMENT

D.J.B. has an ownership interest in Bellbrook Labs LLC, which may license the technology discussed in this article. The other authors declare no competing interests.

REFERENCES


Received 6 December 2007; accepted 5 June 2008.

Address correspondence to David J. Beebe, Department of Biomedical Engineering, University of Wisconsin-Madison, 2142 Engineering Centers Building, 1550 Engineering Drive, Madison, WI 53706, USA. e-mail: djbeebe@wisc.edu

To purchase reprints of this article, contact: Reprints@BioTechniques.com